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Advisory Professor: Laurence Court, Ph.D.

Cervical cancer is one of the most common cancer in low - and middle-income
countries (LMICs). The mortality rate can be reduced if radiation treatment
becomes widely available. However, due to the lack of radiation treatment
facilities and human resources, many cervical cancer patients in Africa are not
able to receive timely treatments or advanced therapies. To increase the
availability of radiation treatment in low-and middle-income countries (LMICs)
including African countries, many attempts have been ma de to reduce the cost of
medical linear accelerators. However, increasing the number of treatment
machines would not instantly resolve the issues, as there would be insufficient
trained and experienced medical staff to create high -quality radiation treatment
plans. To fill the gap, we automated the entire radiation treatment planning
process by automating the contouring, planning, and quality assurance (QA)
processes in cervical cancer radiation treatment.
To create a high-quality radiation treatment plan, accurate contours must be
generated first. We used convolutional neural networks (CNN), one of the most
effective deep learning techniques for image processing, to create an auto contouring model for 3 clinical target volumes (CTVs) and 12 normal structures
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for cervical cancer radiation treatment and showed that 93% of the automatically
generated contours were clinically acceptable .
For planning, we automated 3 treatment delivery techniques including 2D 4 field-box, 3D conformal radiation therapy (3D-CRT), and volumetric-modulated
arc therapy (VMAT). We also automated the field-in-field (FIF) technique to
reduce hotspots in the automatically gener ated 4-field-box and 3D-CRT plans.
Each beam delivery technique was evaluated on 35 retrospective patient datasets
from South Africa, and on average, 95% of the automatically generated plans
were clinically acceptable.
As clinically unacceptable plans were mostly caused by inaccurately
generated contours, the quality of the contours should be verified to ensure the
quality of the plans. To automatically detect clinically unacceptable contours, we
developed an automated contour QA method using two independently developed
auto-contouring systems. We hypothesized that if one of the two independently
developed auto-contouring systems failed, the discrepancy between the two
contours would be substantial enough to be identified by measuring the similarity
between the two contours. We found that more than 90% of the contouring errors
can be detected with an appropriate choice of similarity metrics.
In conclusion, the majority of the automatically generated contours and plans
for cervical cancer radiation treatment were clinically acceptable. Furthermore,
errors in the contours can be flagged by the contour QA method. The entire
system has been implemented to the Radiation Planning Assistant (RPA), a webbased toolbox for automated planning, to help cervical cancer patients in LMICs.
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Chapter 1 : Introduction
Cervical cancer is the second most common cancer for women in Africa and the 5year survival rate is only 21% versus 70% in the United States [1], [2]. The most costeffective treatment to increase the survival rate of cervical cancer patients in low- and
middle-income countries (LMICs) is radiation treatment [3]. However, due to the lack of
radiation treatment facilities and human resources, many cervical cancer patients in
Africa are not able to receive timely treatments or advanced therapies. To increase the
availability of radiation treatment in low- and middle-income countries (LMICs) including
African countries, many attempts have been made to reduce the cost of medical linear
accelerators [3]–[6]. However, even if medical accelerators are provided to hospitals in
LMICs immediately, LMICs will still lack radiation oncologists, medical physicists, and
dosimetrists who are needed to create high-quality radiation treatment plans [6].
A potential solution for the lack of experts in radiation treatment planning is to
automate the radiation treatment planning process. An automatic radiation treatment
planning system for cervical cancer patients will address the shortage of treatment
planning staff, and subsequently increase the survival rate for cervical cancer patients
in LMICs. Some work on automated radiation treatment were conducted, but they are
mostly restricted to a 2D or a simple 3D radiation treatment in limited conditions [7], [8],
mostly due to inadequate quality of currently available auto-contouring systems. We
used convolutional neural networks (CNN), one of the most effective deep learning
techniques for image processing [9]–[13], to create an auto-contouring model for 3
CTVs and 12 normal structures in the female pelvis.
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In deep learning, the number and the accuracy of training data determine the
accuracy of the final model. We have collected the largest number of clinical data to
train the CT-based auto-contouring model to date [16]. We have applied a unique deep
learning technique [18] to curate a large number of training data to improve the
accuracy of the model with minimal human efforts. Furthermore, we have developed a
method to verify the clinical acceptability of the automatically generated contours
through comparison between two independently generated auto-contours. The
similarity between the two automatically generated contours were quantified to
determine whether the reference contour was correctly generated. This method will
substantially reduce the risk of delivering an incorrect plan to a patient.
Considering the different clinical conditions in various countries and hospitals, we
developed a CT-based auto-planning system for cervical cancer patients with 3
treatment techniques (Bony-structure-based 4-field-box therapy, soft-tissue-based 3D
conformal radiation therapy (3D-CRT), and volumetric modulated arc therapy (VMAT)).
Furthermore, the field-in-field (FIF) technique has also been automated to reduce
excessively high doses in 4-field-box and 3D-CRT plans.
The goal of this study was to fully automate radiotherapy planning process for
cervical cancer with the three different techniques. To determine if the automatically
generated plans were clinically acceptable for actual patient treatment, we generated
plans on retrospective patient CT scans from our partner hospitals in Africa. The
automatically generated plans were evaluated by experienced radiation oncologists in
MD Anderson Cancer Center and the partner hospitals in Africa.
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Chapter 2 : Purpose and Central Hypothesis

Central Hypothesis:
We hypothesized that 90% of the automatically generated treatment plans with 3
different techniques for cervical cancer will be clinically acceptable and the automatic
quality assurance tool can identify at least 90% of clinically unacceptable plans while
specificity is higher than 80%.

Specific Aim 1:
Aim: Automate contouring for cervical cancer radiation treatment.
Hypothesis: 90% of the contours generated by the auto-contouring system are
clinically acceptable.
The work towards Aim 1 is presented in Chapter 3: Automatic contouring system for
cervical cancer using convolutional neural networks.

Specific Aim 2:
Aim: Automate radiation treatment planning for cervical cancer treatment.
Hypothesis: 90% of the automatically generated plans are clinically acceptable.
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The work towards Aim 2 is presented is presented in Chapter 5: Automated radiation
treatment planning for cervical cancer radiation treatment.

Specific Aim 3:
Aim: Develop a quality assurance tool to test the validity of cervical cancer radiation
treatment plans.
Hypothesis: The overall QA system has the sensitivity higher than 90% with the
specificity higher than 80%.
Aim 3.1: Develop a quality assurance system for the automatic contouring system.
The work towards Aim 3.1 is presented in Chapter 4: Development of a quality
assurance system to detect errors in automatically generated contours for cervical
cancer.
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Chapter 3 : Automatic contouring system for cervical cancer using convolutional neural
networks
This chapter is based upon the following article:
Rhee, D.J., Jhingran, A., Rigaud, B., Netherton, T., Cardenas, C.E., Zhang, L., Vedam,
S., Kry, S., Brock, K.K., Shaw, W., O’Reilly, F., Parkes, J., Burger, H., Fakie, N.,
Trauernicht, C., Simonds, H. and Court, L.E. (2020), Automatic contouring system for
cervical cancer using convolutional neural networks. Med. Phys. doi:10.1002/mp.14467

3.1 Introduction
Manual contouring of tumors and normal structures is a very labor-intensive and
time-consuming part of the radiation treatment planning process [14], [15]. "Wrong or
inaccurate" contours drawn by physicians and dosimetrists constitute the highest and
seventh-highest risk factors for failure of photon/electron external beam radiation
treatment, respectively [16]. Most of these errors could be avoided if an accurate and
reliable auto-contouring tool were available. In the past, various algorithms have been
evaluated for the development of auto-contouring tools, with mixed success [17]–[19].
With the advent of deep learning, more specifically, convolutional neural networks
(CNNs), this movement has been accelerated as CNNs outperformed most of the other
algorithms in various segmentation tasks [13]. As a result, CNN-based auto-contouring
systems for computed tomography (CT) images have been developed for various body
sites, such as the head and neck [12], [20]–[23], thoracic region [24]–[27], abdomen
[28]–[30], and pelvis [9], [31], [40]–[42], [32]–[39].
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Although these approaches have generally been very successful, they are not yet
accessible to cancer treatment centers where they would be most useful – those with
limited resources that see a large number of cervical cancer patients, such as in Africa
and other low- and middle-income countries (LMICs). In fact, cervical cancer is the
second most common cancer in women in Africa [1], [2], and the most cost-effective
treatment that increases the survival rate of cervical cancer patients in LMICs is
radiation treatment [43]. To fill this gap, the Radiation Planning Assistant (RPA;
rpa.mdanderson.org) [44], a web-based, fully automated radiotherapy contouring and
planning generation system, is being developed to address the shortage of treatment
planning staff and subsequently increase the survival rate for cancer patients in LMICs.
Although the potential of deep learning-based auto-contouring systems for pelvic
structures has been explored in several previous studies, most of them were focused
on prostate cancer [9], [32]–[34], [41], [42], and only a few papers have published
results for the female pelvis [35], [36]. In this study, we developed an auto-contouring
system that can contour the clinical treatment volumes (CTVs) and normal structures
that are necessary for various cervical cancer radiation treatment planning techniques.
The auto-contouring system in this work will be implemented with RPA to automatically
generate high-quality radiation treatment for cervical cancer patients in LMICs.

3.2 Methods
Our CNN-based auto-contouring tool was developed to generate contours for 3
CTVs and 12 normal structures in the female pelvis: primary CTV, nodal CTV, PAN
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CTV, bladder, rectum, spinal cord, left and right femurs, left and right kidneys, bowel
space, sacrum, pelvic bone, L4 vertebral body, and L5 vertebral body. These structures
were categorized into three groups: bony structures, organs at risk (OARs), and CTVs.
These are the structures required to automate 4-field box, 3D-CRT, IMRT, and VMAT
plans for cervical cancer [7], [45], [46].
First, the Inception-ResNet-V2 [47] classification architecture was trained to identify
the extent of the structure in the cranial-caudal direction, as shown in Figure 1(a) and
(b). This approach was taken to address the GPU memory limitation issue as well as to
improve the accuracy of the automatically generated contours by allowing the
subsequent segmentation model to process a restricted field of view [21]. Second, the
segmentation models were applied to the CT slices that were classified to contain the
organ of interest, as shown in Figure 1(c). Both the classification and the segmentation
models were trained independently for each structure.

7

Figure 1. Application of the CNN-based classification and segmentation models to a CT
scan. (a) The presence or absence of the organ of interest (in this case, femurs) was
evaluated on each CT slice, (b) the cranial-caudal extent of the organ of interest was
determined with post-processing, and (c) the slices that were classified to contain the
organ of interest were used in the segmentation model to generate contours.

3.2.1 Training parameters
For the training and validation data, 2254 female pelvic CT scans from cancer
patients who received radiation treatment from September 2004 to June 2018 at The
University of Texas MD Anderson Cancer Center were used. Furthermore, 210 CT
scans with kidney contours from the 2019 Kidney Tumor Segmentation Challenge
(KiTS19) were added to our training data. The CT scans had pixel sizes in the
transverse plane that ranged from 0.754 mm to 1.367 mm and slice thicknesses from
2.0 mm to 3.0 mm, except for 8 CT scans (3 were 5 mm, 3 were 4 mm, 1 was 1.5 mm,
and 1 was 1.0 mm thick). All data were resampled to have the same voxel size of 1.17
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mm x 1.17 mm x 2.5 mm. The CT numbers lower than −1000 HU and higher than 3000
HU were clipped and then linearly shifted to have a 0 to 4000 pixel intensity range.
An NVIDIA DGX Station with four V100 GPUs (16 GB RAM) was used to train our
models. The loss function for the segmentation models was the Sørensen-Dice
similarity coefficient (DSC) [48], [49], as this was our metric to determine the accuracy
of the segmentation model. A weighted cross-entropy was used as a loss function for
the classification model to compensate for the data imbalance between the number of
slices with and without the organ of interest. The weight was determined to be the ratio
of the number of absences to the number of presences. The Adam optimizer [50] was
used as an optimization algorithm. The Adam optimizer’s parameters, beta1, beta2,
and epsilon, were set to 0.9, 0.999, and 10-8, respectively.
To select the 2D and 3D CNN segmentation architectures, we did a preliminary
study on the spinal cord for 2D and the left kidney for 3D. The vanilla DeepLabv3+ [51]
and the FCN-8s [10] with additional batch normalization layers at the end of every
convolutional layer were trained to segment the spinal cord in 2D. The mean ±
standard deviation DSC were 0.87±0.03 and 0.90±0.02, for the vanilla DeepLabv3+
and the modified FCN8-s, respectively, so the modified FCN-8s was chosen for our
model. Similarly, the 3D U-Net [52] and the 3D V-Net [9] segmentation architectures
were trained to segment the left kidney on CT images resized to have a 256x256x60
dimension. We added batch normalization layers at the end of every convolutional layer
for both architectures. The mean ± standard deviation DSC were 0.93±0.04 and
0.93±0.04, for the U-Net and the V-Net, respectively. As there was no significant
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difference between the two architectures, we chose the V-Net, which has residual
connections in each stage.
3.2.2. Bony structures
The contours of the four bony structures (pelvic bone, sacrum, L4 vertebral body,
and L5 vertebral body) were generated on 370 CT scans to train and validate the autocontouring model. The pelvic bone was defined to be the traditional pelvic bone without
the sacrum, as the sacrum was contoured as a separate structure. All the bony
structure contours were automatically generated with a multi-atlas-based autocontouring system (MACS) [17], [18], [53] first, and the automatically generated
contours were manually reviewed and revised if necessary.
V-Net [9], a CNN-based 3D segmentation architecture, was used to segment the 4
bony structures. The input image for the segmentation architecture was resized to
Nslicex256x256. A single segmentation model was used to contour the adjacent L4
and L5 vertebral bodies simultaneously. For data augmentation purposes, horizontal
flip and rotation with random angles between -30° and 30° along the axial axis were
applied for these structures.
3.2.3. CTVs
3.2.3.1 Primary CTV
We used the primary CTV described in the GEC-ESTRO II guideline [54] as the
reference of the primary CTV for our cervical cancer patients. The primary CTV is
defined to include the entire uterus and cervix (UteroCervix), the 20mm axially long
vagina from the most inferior position of the UteroCervix, and the lateral parametria. To
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train the model, 406, 490, and 487 UteroCervix, vagina and parametria contours,
respectively, were either curated from clinical contours or manually generated from
scratch by 4 physicians at MD Anderson Cancer Center.
V-Net was used to segment the UteroCervix and the parametria. Although the
classification model restricted the field of view of the input images, the GPU memory
was not sufficient to train the full-resolution CT images. To overcome this problem, we
resized the input image to 256x256 pixels in the transverse plane, segmented the
UteroCervix or the parametria, and estimated the center of mass of the structure. Then,
we cropped the box that fully enclosed the structure and centered it on the center of
mass of the prediction on the original CT scan with a 512x512 pixel image size. Finally,
we applied the V-Net segmentation model to the cropped 3D image, as shown in
Figure 2. This way, the final contour is predicted on the limited CT field of view with the
original spatial resolution. This approach was inspired by the method proposed by Feng
et al. [24] and applied to the rest of the CTVs and OARs that were segmented with the
3D segmentation model.
Although the cropped images were supposed to be centered at the center of mass
of the organ in the prediction, the center was randomly chosen while training the model
in each epoch for the data augmentation purpose. Furthermore, the random rotation
between -30° and 30° along the axial axis and the horizontal flip were also used for
data augmentation. The same data augmentation techniques were applied to train the
segmentation models for other CTVs and OARs.
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Figure 2. Segmentation using cropped 3D images for better accuracy. (a) Resize the
CT from 512x512 to 256x256 pixels and then segment the organ of interest and find
the center of mass, (b) crop the region around the segmented organ on the original
512x512 CT scan, and (c) re-segment the organ of interest on the cropped image.

The vagina auto-contouring model was developed using the 2D FCN-8s [10] model.
To match with the GEC-ESTRO protocol, we applied the vagina auto-contouring model
to the CT slices that were located axially within 20 mm from the inferior end of the
UteroCervix contour. Then, the UteroCervix, parametria, and vagina contours were
merged to generate the primary CTV contour. Both quantitative and qualitative
analyses were performed on the final primary CTV contour, instead of on the individual
structures.
3.2.3.2 Pelvic lymph node CTV
The nodal CTV covers the common iliac, external iliac, internal iliac, obturator, and
presacral nodal regions as described in the GEC-ESTRO II guideline [54] for
12

intermediate-risk nodal CTV. To provide data for the training process, 250 nodal CTV
contours were contoured by the same 4 physicians who contoured the primary CTV
and later peer-reviewed to ensure high accuracy and consistency. As the lymph nodes
and vessels are small and have CT numbers similar to those of muscles, a 3D
segmentation model can sometimes miss a small part of the lymph nodes. To prevent
this, FCN-8s [10], a 2D segmentation architecture, was also trained to auto-contour the
nodal CTVs. The CT slices that were predicted to contain the nodal CTV contours by
the 3D segmentation model were given to the 2D segmentation model for slice-by-slice
prediction. In prediction, the sum of the nodal CTV contours from the 2D and 3D
models was used as a final contour.
The superior border of the intermediate nodal CTV was determined at one slice
below the bifurcation of the common iliac artery. To locate the superior border more
accurately, a 3D segmentation model for the aorta near the bifurcation region was
trained with 296 CT scans. The segmentation model was applied to a cropped region
around the automatically generated L4 vertebral body contour to limit the field of view.
3.2.3.3 Para-aortic lymph node (PAN) CTV
The PAN CTV covers the para-aortic lymph nodes from the level of the renal veins
to the aorta above the aortic bifurcation (i.e., one slice above the superior slice of the
nodal CTV). In order to gather data sufficient for the PAN CTV segmentation model, we
used 146 clinical contours, and all the contours were manually curated and revised if
necessary. FCN-8s was used to auto-contour the PAN CTVs.
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3.2.4 Organs at risk
OARs for cervical cancer radiation treatment include the bladder, rectum, spinal
cord, left and right femurs, and left and right kidneys. The training and validation data
for the OARs were acquired from clinical contours of the 2254 CT scans. Contours for
each structure were considered to maximize the amount of data, and thus, the number
of available structures in a single patient’s data varied from 1 to 7. The total number of
CT scans used for training and validation for each structure is shown in Table 1. Of
these scans, 80% were used for training, and 20% were used for validation. Since the
classification and the segmentation models were trained independently for each
structure to avoid the class imbalance problem [55], the imbalance in the number of
training data for each structure did not influence the model accuracy. As the contours
were collected solely on the basis of their labels, review of these contours was required
to confirm their accuracy. Owing to the substantial number of contours, we proposed a
semi-automatic data curation method instead of manual review, as described in Figure
3. First, “unreviewed” contours and the corresponding scans were divided in half. Two
CNN-based segmentation models, one for each half, were trained, and the contours
were predicted on the other half of the dataset. If the DSC between the clinical contours
and the predicted contours was lower than an arbitrarily determined threshold value
(DSC=0.7 for the rectum, 0.8 for the remaining OARs), the original contour was
manually reviewed, and any incorrect clinical contours were removed from the training
dataset. Once the entire set of training data was reviewed, we repeated the process
with the “refined” dataset from the beginning three times.
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Figure 3. Flowchart of the semi-automated data curation method to identify incorrect
clinical contours. Data were randomly split into 2 groups, and 2 auto-segmentation
models were trained with each dataset. Then, each segmentation model was applied to
the other group of data to create contours. If the Sørensen-Dice similarity coefficient
(DSC) was lower than the threshold value, the original contour was manually reviewed
and deleted if incorrect.

The left and right kidney contours from the KiTS19 dataset [56] were added to the
training dataset. Abnormal kidneys with large tumors were excluded from the dataset,
so 172 contours and 186 contours, respectively, for left and right kidneys were added
from the total of 210 CT scans.
The definition of the bowel space contour varied, so we decided the bowel space to
be the peritoneal cavity from the top of the left kidney to the middle of the rectum, then
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subtract the OAR contours we automatically generated. The training dataset for the
bowel space auto-contouring model was manually generated on 220 CT scans.

Figure 4. Overall flowchart of the developed auto-contouring system for cervical cancer.
(a) The slice-by-slice classification was conducted to identify CT slices that contain a
target structure, and the process is visually demonstrated in Figure 1. (b) Bony
structures were contoured as described in 2.B. (c) Spinal cord, vagina, and PAN CTV
were contoured with the 2D FCN-8s segmentation architecture. (d) Other structures
(the organs-at-risk and the primary and the nodal CTVs) were contoured as
demonstrated in Figure 2. (e) Extra steps were required for the nodal CTV contours as
described in 2.C.2.
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All the OARs, except for the spinal cord and the bowel space, used 3D V-Net
segmentation models and followed the steps described in Figure 2. For the spinal cord
and the bowel space segmentation, a 2D FCN-8s model was used to generate the
contour on each slice. The overall flowchart of the developed auto-contouring system is
demonstrated in Figure 4.

Table 1. The number of CT scans used for training and validation for each structure
Structure
Number of training and validation datasets
UteroCervix
406
Vagina
490
Parametria
487
Nodal CTV
250
PAN CTV
146
Bladder
1678
Rectum
1514
Spinal cord
655
Femurs (left, right)
962, 983
Kidneys (left, right)
907, 943
Bowel space
220
Pelvic bone
370
Sacrum
370
L4/L5 vertebral bodies
370
CTV: clinical treatment volume; PAN: para-aortic lymph node

3.2.5 Test dataset
For quantitative analysis of the auto-contouring system, CT scans and
corresponding clinical contouring data from 140 female pelvic cancer patients who
received radiation treatment at MD Anderson were used as the test dataset. All of the
test CT scans were independent from the training and validation CT scans.
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The contours of the CTVs were manually generated by physicians, and the
contours of the bony structures and OARs were manually generated by medical
physics researchers and reviewed by physicians. Some of the CT scans did not show
all of the OARs, owing to the limited cranial-caudal extent. As the superior border of the
PAN CTV can be slightly different, depending on the location of pathological nodes and
physician judgment, we modified the superior borders of the automatically generated
PAN CTV on the basis of the manually generated ground truth contour. We did the
same for the inferior borders of the rectum and the spinal cord for similar reasons. The
accuracy of the model was measured by the DSC, mean surface distance (MSD), and
Hausdorff distance (HD) [53] between the automatically generated contours and the
ground truth contours. Here, the definition of DSC is

𝐷𝑆𝐶 =

2|𝐴 ∩ 𝐵|
|𝐴| + |𝐵|

(1)

where A and B are the volumes defined by the reference and the verification contours,
and the absolute brackets represent the number of voxels in each volume.
The definition of Hausdorff distance is

𝐻𝐷(𝑋, 𝑌) = max {max min 𝑑(𝑥, 𝑦) , max min 𝑑(𝑥, 𝑦)}
𝑥∈𝑋 𝑦∈𝑌

𝑦∈𝑌 𝑥∈𝑋

(2)

where X, Y are the surfaces of the volumes A and B, respectively. x and y are the
points on X and Y, and d(x,y) is the distance between the points x and y.
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The definition of MSD is

𝑀𝑆𝐷(𝑋, 𝑌) =

1 1
1
{ ∑ min 𝑑(𝑥, 𝑦) +
∑ min 𝑑(𝑦, 𝑥)}
𝑦∈𝑌
𝑥∈𝑋
|𝑌|
2 |𝑋|
𝑥∈𝑋

(3)

𝑦∈𝑌

For qualitative analysis, contours were automatically generated using the autocontouring system (Figure 4) for CT scans from 30 cervical cancer patients from 3
South African hospitals. This dataset was completely independent from the training
dataset and the potential population target for the RPA system. The automatically
generated contours were evaluated by an experienced radiation oncologist at MD
Anderson and scored as needing no edits, minor edits, or major edits. For the contours
scored as needing minor edits, revisions were preferred but not mandatory for the
contours to be considered clinically acceptable.

3.3 Results
3.3.1 Model accuracy
The DSC, MSD, and HD between the automatically generated contours and the
internal test dataset for 140 CT scans are given in Table 2. Owing to the limited cranialcaudal extent, only 132, 129, and 127 contours were evaluated for the PAN, L4/L5
vertebral bodies, and kidneys, respectively; 2 patients did not have nodal CTV and 1
patient did not have spinal cord contours. All the CTVs had mean DSC > 0.76, mean
MSD < 0.28 cm, and mean HD < 2.76 cm. All the normal structures had mean DSC >
0.81, mean MSD < 0.18 cm, and mean HD < 1.66 cm. All the bony structures had
mean DSC > 0.90, mean MSD < 0.08 cm, and mean HD < 1.25 cm.
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The overall boxplots of DSC for each structure are given in Figure 5. Although most
of the automatically generated contours had DSC distribution within a certain range,
low DSC outliers existed in the box plots, and some of these contours are shown in
Figure 6. The failures in generating accurate contours often occurred when the CTVs
and OARs were located near high-density material in the bowel, as shown in Figure
6(a). Contouring of the bladder occasionally failed when the border between the
bladder and the uterus was vague, as shown in Figure 6(b). Contouring of L4 and L5
vertebral bodies sometimes failed when the segmentation model predicted L3 to be L4
and L4 to be L5, as shown in Figure 6(c). The automatically generated PAN CTV
contours had low DSC values when the interface between the nodal CTV and the PAN
CTV was incorrectly determined, as shown in Figure 6(d).
3.3.2 Physician review
Physician scoring of the automatically generated contours on the 30 external CT
scans is shown in Table 3. Owing to the limited cranial-caudal extent, 28 contours were
evaluated for the left and right kidneys. For the primary, nodal, and PAN CTVs, 73%,
70%, and 87% of the contours were clinically acceptable, respectively. For the bladder,
rectum, bowel space, and right kidney, 90%, 93%, 93%, and 96% were clinically
acceptable, respectively, and the other OARs were 100% clinically acceptable. For the
bony structures, 93% and 97% of the L4 and L5 vertebral bodies were clinically
acceptable, respectively, and the pelvic bone and sacrum were 100% clinically
acceptable. Some of the minor edits and major edits are demonstrated in Figure 7.
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Table 2. Sørensen-Dice similarity coefficients (in percentage), mean surface distance
(in cm), and Hausdorff distance (in cm) between our CNN-based model and clinical
contours from 140 internal test CT scans

Primary CTV

DSC
(mean±SD)
0.83±0.06

MSD
(mean±SD)
0.28±0.09

HD
(mean±SD)
2.76±1.02

Nodal CTV

0.81±0.03

0.21±0.05

2.09±0.56

PAN CTV

0.76±0.09

0.27±0.16

2.00±1.00

Bladder

0.89±0.09

0.11±0.13

1.07±0.89

Rectum

0.81±0.09

0.18±0.14

1.66±1.17

Spinal cord

0.90±0.02

0.06±0.01

0.65±0.18

Femur, left

0.94±0.03

0.06±0.03

0.60±0.41

Femur, right

0.93±0.04

0.07±0.04

0.66±0.43

Kidney, left

0.94±0.02

0.08±0.03

0.76±0.28

Kidney, right

0.95±0.02

0.07±0.03

0.84±0.37

Pelvic bone

0.93±0.02

0.05±0.02

1.06±0.53

Sacrum

0.91±0.02

0.07±0.05

1.25±1.12

L4 vertebral body

0.91±0.15

0.07±0.15

0.53±0.36

L5 vertebral body

0.90±0.15

0.08±0.23

0.68±0.81

Structure

CNN: convolutional neural network; CT: computed tomography; DSC: Sørensen-Dice
similarity coefficient; MSD: mean surface distance; SD: standard deviation
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Figure 5. The distributions of Sørensen-Dice similarity coefficients (DSC) between the
ground truth and the automatically generated contours of 14 structures.

Figure 6. The outlier contours from the internal test dataset. The ground truth contours
(green) and outliers (red) are given for (a) primary CTV (Sørensen-Dice similarity
coefficient [DSC] = 0.43), (b) bladder (DSC = 0.21), (c) L4 and L5 vertebral bodies
(DSC = 0.0 each), and (d) PAN CTV (DSC = 0.43).
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Table 3. Qualitative scores of the automatically generated contours on 30 external CT
scans
Structure

No edits (%)

Minor edits (%)

Primary CTV

6 (20%)

16 (53%)

8 (27%)

Nodal CTV

9 (30%)

12 (40%)

9 (30%)

PAN CTV

18 (60%)

8 (27%)

4 (13%)

Bladder

22 (73%)

5 (17%)

3 (10%)

Rectum

20 (67%)

8 (27%)

2 (7%)

Bowel Space

0 (0%)

28 (93%)

2 (7%)

Spinal cord

30 (100%)

0 (0%)

0 (0%)

Femur, left

27 (90%)

3 (10%)

0 (0%)

Femur, right

27 (90%)

3 (10%)

0 (0%)

Kidney, left

23 (82%)

5 (18%)

0 (0%)

Kidney, right

23 (82%)

4 (14%)

1 (4%)

Pelvic bone

24 (80%)

6 (20%)

0 (0%)

Sacrum

23 (77%)

7 (23%)

0 (0%)

L4 vertebral body

27 (90%)

1 (3%)

2 (7%)

L5 vertebral body
26 (87%)
3 (10%)
CT: computed tomography; CTV: clinical treatment volume

Major edits (%)

1 (3%)
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Figure 7. Examples of automatically generated contours (red) versus ground truth
(green) from physician’s manual review of contours for the primary CTV, bladder, and
rectum.

3.4 Discussion
We have developed a CNN-based auto-contouring tool for 3 CTVs and 12 normal
structures in cervical cancer CTs that can be used for fully automated radiation
treatment planning. The number of training, validation, and test CT scans we used to
train and evaluate this model is the largest to date among deep learning-based female
pelvis auto-contouring studies [35], [36]. We successfully acquired this high volume of
data by using a semi-automatic data curation method. Also, to the best of our
knowledge, we are the first to auto-contour nodal and PAN CTVs in the female pelvic
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region using deep learning. We have demonstrated that our CNN-based autocontouring system can accurately generate clinically acceptable contours for both
CTVs and normal structures in multiple patient cohorts.
3.4.1. Quantitative results
For the bony structures, 3.5% (5/140 from the quantitative analysis) of the L4 and
L5 vertebral body contours were not clinically acceptable (i.e. outliers in the boxplot in
Figure 5). Similarly, 6.7% (2/30 from the qualitative analysis) of the L4 and L5 vertebral
body contours were not clinically acceptable (Table 3). Therefore, the overall failure
rate for the bony structures was about 4%. This is a noticeable improvement compared
to a previous study where the failure rate for the automatically generated contours in a
multi-atlas-based auto-contouring system was about 10% [7].
The performances of deep learning-based auto-contouring systems for OARs in
the female pelvis from other published literature are presented in
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Table 4. As there is only 1 published paper on a deep learning-based autocontouring system for cervical cancer, we have also included the state-of-the-art autocontouring models for rectal and prostate cancers. Overall, the performance of our
system is equivalent to or better than the auto-contouring system for cervical cancer
developed by Liu et al. [36] for most of the structures.
Our quantitative test CT scans were randomly chosen from CTs of any female
patient with an intact uterus, so the shape and volume of the bladder in the CT scans
varied significantly. When we retrospectively tested our bladder segmentation model on
510 prostate patients with full bladders, the mean DSC was much improved at
0.95±0.04. Compared with the state-of-the-art rectal and prostate models, our model
performed at least as well in all structures except for the rectum. However, the direct
comparison of auto-contouring models for different sites is not straightforward because
the homogeneity of the structures in the test CT scans substantially changes the DSC,
as shown in the accuracy of our 2 bladder models.
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Table 4. Summary of CNN-based auto-contouring results for normal structures in pelvic
CTs from other groups
Author
Men et al. (2017)[39]

Sites
Rectal

# test CTs
60

Structures
Bladder
Colon
Intestine
Femur_L
Femur_R
Rectal CTV

DSC results
0.93
0.62
0.65
0.92
0.92
0.88

Kazemifar et al.
(2018)[33]

Prostate

~26

Prostate

0.88

(30% of 85)

Bladder
Rectum

0.95
0.92

~27

Prostate

0.90

Bladder

0.95

Rectum

0.84

Balagopal et al.
(2018)[34]

Prostate

(Leave-oneout
crossvalidation,
20% of 135)

Femur_L
0.96
Femur_R
0.95
Liu et al. (2020)[36]
Cervix
14
Bladder
0.92
Bone marrow
0.85
Rectum
0.79
Small intestine
0.83
Spinal cord
0.83
Femur_L
0.91
Femur_R
0.90
Bladder
Our method
Cervix
140
0.89
(cervical cancer)
Bladder
0.95
(prostate cancer)
Rectum
0.80
Spinal cord
0.90
Pelvic bone
0.93
Sacrum
0.91
Femur_L
0.94
Femur_R
0.93
CNN: convolutional neural network; CT: computed tomography; DSC: Sørensen-Dice
similarity coefficient; CTV: clinical treatment volume
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3.4.2. Failure cases from physician’s review
The overall clinical acceptance rates were 79% for the CTVs and 97% for the
OARs and bony structures. When high-density materials were located in the bowel, the
auto-contouring system had a higher chance of creating inaccurate contours of the
CTVs or OARs near the region, as shown in Figure 5 and Figure 6. These high-density
materials were fecal matter resulting from a high-carb diet with minimal protein, fat, and
fibers, which likely causes compacted slow-moving feces. This diet is more common in
South Africa, the patient population for the external test dataset, than in the U.S, the
patient population for the training and internal test datasets. As we acquire more CT
data from such patients through the RPA system, we will be able to upgrade the autocontouring system to achieve more robust results in these patients.
For the primary CTVs, 8/30 were scored as needing major edits. However, 3/8
failure cases were due to the underestimation of the vagina contour when significant
gas or filling was seen in the rectum or sigmoid (diameter > 4 cm). Some parts of the
vagina can be squeezed by the inflated rectum or sigmoid and the bladder, and the
auto-contouring model often failed to contour the vagina properly under this
circumstance, as shown in Figure 8. The clinicians should empty the rectums of such
patients and rescan their patients according to the GEC-ESTRO protocol. Therefore,
we should exclude those 3 cases and another 2 cases with the inflated rectums with
the clinically acceptable primary CTVs from the qualitative evaluation to reflect a
realistic clinical environment. With these, the acceptance rates for the primary CTV
increase from 73% to 80%.
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Figure 8. Example of missing the vagina contour due to the gas-filled rectum

For the nodal CTVs, 9/30 were scored as needing major edits; 1 was due to highdensity fecal matter in the bowel, and 3 were due to failure to detect the superior border.
The 3 cases did not have clear borders for vessels, as shown in Figure 9(b), and
therefore, the bifurcation segmentation model did not perform appropriately. All 3
patients seemed to be underweight, based on their CT scans, so we believe that the
poor contrast resolution was due to incorrect use of image acquisition parameters or
the lack of fat in between the vessels. We need to further investigate our autocontouring system in underweight patients and may need to adjust the CT acquisition
parameters for these patients in the future.
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Figure 9. The aortic bifurcation is clearly defined in the red box in (a), whereas the
aortic bifurcation is barely identifiable in the red box in (b). The adjustment of the
window level did not improve the visual inspection.

We trained our model using a consistent, well-curated dataset from a single
hospital and the publicly available kidney contours. Final physician review used images
from 3 other hospitals, with different patient populations from the training dataset. Thus,
the review results gave us some confidence in the ability of our model to successfully
contour patients from a different patient population, as well as various CT scanners and
imaging protocols. In this study, we did not examine the impact of inter-user variations
on the physician assessment of these contours. Based on our experience with other
sites [57], it is likely that an increased fraction of patients will be considered ‘minor edits’
instead of ‘no edits’ as we deploy the auto-contouring system to more hospitals. We will
further assess and quantify the inter-user variability as we begin to deploy this system
clinically.
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3.5 Conclusion
We have demonstrated through both quantitative and qualitative studies that a
CNN-based, auto-contouring tool can achieve clinically acceptable contours for most of
the CTVs and normal structures in cervical cancer patients. We will implement our
auto-contouring system to the Radiation Planning Assistant, accelerating the radiation
treatment planning process in hospitals in low- and middle-income countries.
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Chapter 4 : Development of a quality assurance system to detect errors in
automatically generated contours for cervical cancer.

4.1 Introduction
Although the auto-contouring system described in Chapter 3 performed rigorously,
some of the auto-contours were still clinically unacceptable. AAPM Task Group 275
recently reported that failures in detecting contouring errors in treatment targets and
normal structures are the largest and seventh largest risk factors in radiotherapy
planning, respectively [16]. Because of this significant risk, automatic contouring error
detection methods have been studied by several research groups. For example, Chen
et al. [58] extracted the geometric features of organs and developed machine learningbased contouring error detection models for normal structures in the head and neck.
McIntosh et al. [26] used image features to train a conditional random forest algorithm
to detect contouring errors in thoracic structures. Hui et al. [59] used contour shapes in
principal component and Procrustes analyses to detect contouring errors in pelvic
structures. We previously demonstrated [21] that calculating the Dice similarity
coefficient (DSC) between two automatically generated contours can be used to detect
errors in one of the contours.
In this work, we have integrated multiple quantitative metrics to measure the
similarity between two contours and used these metrics to provide quality assurance
(QA) for the target and normal structure auto-contours generated from the autocontouring system described in Chapter 3. We hypothesized that if one of the two
independently developed auto-contouring systems failed, the discrepancy between the
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two contours would be substantial. This discrepancy can be quantified using the
similarity metrics of the two contours, such as the DSC, and errors in contours can be
detected by analyzing these metrics. Even if both auto-contours from two
independently developed systems fail simultaneously, it is very unlikely that they will fail
similarly based on our previous study with head-and-neck normal structures [21]; thus,
the discrepancy between the two contours will still be substantial. This study examined
how to optimally flag incorrect contours by evaluating 11 different comparison metrics
and evaluating different approaches to combining these metrics. To our knowledge, this
is the first study to specifically cross-compare the results of two different deep learningbased auto-contouring approaches to identify contouring errors.

4.2 Methods
To develop the automatic contour QA system, we tested 11 quantitative metrics on
six structures in the female pelvis: UteroCervix (uterus + cervix), nodal CTV, PAN
(para-aortic nodal), bladder, rectum, and kidneys. Furthermore, the automatic contour
QA system was developed for six bony structures (femurs, spinal cord, pelvis, sacrum,
L4, and L5) using the method suggested by Rhee et al. [21] for the head-and-neck
normal structures.
4.2.1 Two deep-learning-based auto-contouring systems
The reference auto-contouring system, which was used to generate the contours
for clinical use, was the auto-contouring system described in Chapter 3. The verification
auto-contouring system, which was used to test the clinical acceptability of the contours
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from the reference system, was developed by Rigaud et al. [60]. The two autocontouring systems were developed using completely separate training datasets.
As the Nodal CTV, PAN, and the four bony structures (Pelvis, Sacrum, L4, and L5)
were not available in the original verification system, we trained the auto-contouring
models for these structures using 140 CT scans to match all the structures. These 140
CT scans were from the training dataset for the verification auto-contouring system,
and therefore, they were independent of the training dataset of the reference autocontouring system. We used V-Net [9] for the 4 bony structures, FCN-8s [10] for the
PAN, and the combination of the two architectures for the Nodal CTV to train the
verification models, as described in Chapter 3.
4.2.2 Quantitative metrics
To quantify the similarities between the two contours generated by the two autocontouring systems, we used four widely used conventional metrics for contour
comparison studies: Dice similarity coefficient (DSC), Hausdorff distance (HD_100), 95%
Hausdorff distance (HD_95), and mean surface distance (MSD). We also tested the
surface DSC, as suggested by Nikolov et al. [20] with 1, 2, 3, 4, 5, 7, and 10 mm
tolerances. All of the metrics were calculated for the 3D contours; therefore, we
obtained one metric per patient per structure.
The definitions of DSC, HD, and MSD are defined in equation (1), (2), and (3),
respectively. The definition of 95% HD is similar to that of 100% HD, but it is based on
the 95th percentile of the distance between the two contours, instead of the 100th
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percentile for the regular HD. The acronym for the regular HD and 95% Hausdorff
distance are HD_100 and HD_95, respectively, in this study.
The definition of surface DSC with the tolerance τ is

𝑆𝑢𝑟𝑓𝑎𝑐𝑒𝐷𝑆𝐶(𝑋,𝑌,τ) =

|𝑋 ∩ 𝑌𝐵τ | + |𝑌 ∩ 𝑋𝐵τ |
|𝑋| + |𝑌|

(4)

where X, Y are the surfaces of the two contours, 𝑋𝐵τ is the border region of the surface
X, and the border region consists of all the points that are within the tolerance distance
τ from the surface X. Therefore, the volume 𝑋 τ has the shell thickness of 2τ. The
acronym for the surface DSC with n mm tolerance is SDSC_n in this study.
4.2.3 Error detection model with support vector machine for the soft-tissue structures
We trained a support vector machine (SVM) [61], [62], a machine learning
classification algorithm, to determine the most accurate metric for contouring error
detection. We chose the SVM classification algorithm because it is a powerful and
computationally fast machine learning algorithm. Furthermore, SVM is one of the most
intuitive classification algorithms, [63] making it easy to interpret the final model.
We tested various combinations of metrics to develop the most accurate contouring
error detection model. We first tested the models developed with the 11 quantitative
metrics individually (single-metric analysis) using an SVM with the linear kernel, as this
is the only kernel possible for a 1-D input, as shown in Figure 10(a). We tested the
values of the penalty parameter C from 1 to 50 and applied the best value to calculate
the final accuracies. To provide a more comprehensive evaluation of the performance,
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we also performed ROC analysis and calculated the area under the ROC curve (AUC)
on each metric and each structure.
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Figure 10. Demonstration of the how the SVM-based contour QA model was developed.
The red and green data points represent the clinically unacceptable and acceptable
contours, respectively. (a) Using a single metric and determine the threshold between
the clinically acceptable and unacceptable contours. Since the input is one dimensional,
SVM with the linear kernel can only be used. (b) Using a combination of the metrics to
determine the threshold either with a linear or a non-linear kernel.
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We also tested combinations of the 11 quantitative metrics on the basis of the
results of the single-metric analysis (multi-metric analysis). The combinations tested
are presented in Table 5. We tested linear, polynomial (with degree = 3), radial basis
function, and sigmoid kernels in a multi-metric analysis. We tested the values of the
penalty parameter C from 1 to 50 and found the best results for C larger than 5, with
minimal variation between 5 and 20. Therefore, a penalty parameter of 10 was used for
all metrics in the single-metric and multi-metric analyses.

Table 5. List of the combined metrics used in the multi-metric analysis
Name
DSC_HD
Three_SDSC

Metrics used
DSC, HD_100
SDSC 1 mm, 2 mm, 3 mm

Description
Most used quantitative metrics
Top 3 SDSC from single-metric
analysis
Five_SDSC
SDSC 1 mm, 2 mm, 3 mm,4 mm, Top 5 SDSC from single-metric
5 mm
analysis
Four_metrics
DSC, HD_100, HD_95, MSD
Four conventional quantitative metrics
Five_metrics
DSC, MSD, SDSC 1 mm, 2 mm, 3 Two most effective conventional
mm
metrics + 3 most effective SDSCs
Seven_metrics DSC, MSD, SDSC 1 mm, 2 mm, 3 Two most effective conventional
mm, 4 mm, 5 mm
metrics + five most effective SDSCs
Nine_metrics
DSC, MSD, SDSC 1 mm, 2 mm, 3 Two most effective conventional
mm, 4 mm, 5 mm, 7 mm, 10 mm
metrics + all SDSCs
All_metrics
DSC, HD_100, HD_95, MSD,
All available metrics
SDSC 1 mm, 2 mm, 3 mm, 4 mm,
5 mm, 7 mm, 10 mm
* DSC = Dice Similarity Coefficient, HD = Hausdorff Distance, MSD = Mean Surface
Distance, SDSC = Surface Dice Similarity Coefficient

4.2.4 Data acquisition
To train the SVM algorithm to determine the threshold between clinically
acceptable and unacceptable contours, we needed a set of two automatic contours in
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the same patients and organs. We created a set of auto-contours on 49 CT scans from
MD Anderson and 38 CT scans from three hospitals in South Africa. The reference
auto-contours were scored by one experienced radiation oncologist and one radiation
oncology resident at MD Anderson. They each reviewed a subset of the contours and
scored the contours as either needing no edits, minor edits, and major edits. For the
contours scored as needing minor edits, revisions were preferred but not mandatory for
the contours to be clinically acceptable, so the contours scored as needing major edits
were considered as clinically unacceptable contours.
Furthermore, clinically acceptable and unacceptable contours for the 49 internal CT
scans were manually created by radiation oncology residents at MD Anderson. The
clinically unacceptable contours were manually introduced to mimic a potential error
that can be made by a human or a deep learning algorithm as a result of a lack of
experience or an unclear soft tissue border, as illustrated in Figure 11. Since most of
the auto-contours were clinically acceptable, the number of clinically unacceptable
contours were not sufficient to determine the robust thresholds. These manual contours
were added to the dataset to fill this gap, and therefore enable the model to distinguish
clinically acceptable and unacceptable contours more robustly.
Then, the quantitative metrics were calculated between the verification and the
reference auto-contours for the internal and external dataset, between the verification
auto-contours and the clinically acceptable manual contours for the internal dataset,
and between the verification auto-contours and the clinically unacceptable manual
contours for the internal dataset, as shown in Figure 12 (a). In total, this resulted in 185
calculated data points per metric per structure from the four sets of data. Each set of
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data was split equally into three for three-fold cross-validation, as shown in Figure 12
(b).

Figure 11. Examples of manually generated, clinically acceptable (green) and
unacceptable (red) contours for the (a) UteroCervix, (b) Bladder, (c) Right Kidney, and
(d) Rectum. (e) The reference auto-contour (yellow) was clinically unacceptable when
the verification auto-contour (blue) was clinically acceptable. (f) Both the reference and
the verification auto-contours were clinically unacceptable.
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Figure 12. (a) Diagram demonstrating the data acquisition process for automatic
contour QA model development, and (b) demonstrating that each set was split equally
into 3 for 3-fold cross-validation.

We chose the 49 MD Anderson CT scans from the training dataset of the
verification auto-contouring system. As a result, the verification auto-contours almost
always accurately predicted the contours, and therefore, there were almost no false
positives (i.e. the reference contour was clinically acceptable when the verification
contour was not) on the 49 CT scans. False positives were attributed to errors in
building an accurate SVM classification model, although they still supported the central
hypothesis of the study because one of the contours was clinically unacceptable.
Therefore, reducing the number of false positives helped improve the accuracy of the
contour QA model.
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4.2.5 Error detection model for the bony structures
The failure cases were much rarer for the six bony structures (Spinal cord, Femurs,
Pelvis, Sacrum, L4, and L5) and the discrepancy between clinically acceptable and
unacceptable contours were more substantial than that of the soft-tissue structures. We
used 87 auto-contours for each structure from the 49 internal and 38 external CT scans
without manually generated contours. We adapted the contour QA technique used for
the head-and-neck auto-contouring structures for the RPA system [21], as this
technique can be applied with a very limited number of failure cases. In this QA
technique, the distributions of DSC and HD_100 were plotted for each structure and the
thresholds for both DSC and HD_100 were determined based on the visual inspection
of the plots.

4.3 Results
4.3.1 Soft-tissue structures
4.3.1.1 Single-metric analysis
The average accuracy of the 3-fold cross-validation results is shown in Figure 13
for the 11 quantitative metrics that were tested individually with an SVM algorithm using
a linear kernel with various penalty parameters, C, from 1 to 50. Overall, the SDSC_1,
SDSC_2, and SDSC_3 were the most accurate indicators in detecting contouring
errors. The penalty parameters C = 10 gave the best results for these 3 metrics on
average, although there were no substantial differences between the penalty
parameters between 3 and 50. Therefore, we presented all the accuracies, including
the multi-metric cases, with the penalty parameter C = 10.
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The highest accuracy result was higher than 0.9 for the UteroCervix (0.91±0.05
with SDSC_1), the Nodal CTV (0.90±0.03 with SDSC_1 and SDSC_2), the Bladder
(0.92±0.03 with SDSC_3), the Rectum (0.94±0.04 with SDSC_1), and the Kidneys
(0.97±0.03 with SDSC_2) and almost 0.9 for the PAN (0.89±0.04 with SDSC_3).
The accuracy decreased as the tolerance for the surface DSC increased after 3
mm. DSC and MSD also accurately predicted the clinical acceptability of the contours.
On the other hand, HD_100 and HD_95 were not as accurate as the other metrics.
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Figure 13. Average accuracies of the contour QA model with an individual metric for
each structure with various penalty parameters, C. The error bar represents ±1
standard deviation from three-fold cross-validation.
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To investigate the stability of each metric in response to small changes in the
threshold, we calculated the average of the thresholds for four major metrics (DSC,
SDSC_1, SDSC_2, and SDSC_3) over the structures and calculated the accuracy
using the average thresholds on each structure (0.75, 0.30, 0.54, and 0.69 for DSC,
SDSC_1, SDSC_2, and SDSC_3, respectively). The changes in the thresholds could
exceed 20%, but the overall accuracy barely changed, as shown in Table 6 and Table
7.
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Table 6. Changes in accuracy when applying the average threshold of various structures instead of optimal thresholds for
each structure.
Change in accuracy
(% ∆Threshold)
DSC
SDSC_1
SDSC_2
SDSC_3

UteroCervix

CTVn

PAN

Bladder

Rectum

Kidneys

0.82 → 0.79
(4.5%)
0.91 → 0.91
(9.5%)
0.89 → 0.89
(0.2%)
0.88 → 0.88
(0.0%)

0.87 → 0.88
(1.5%)
0.90 → 0.91
(2.0%)
0.90 → 0.89
(0.2%)
0.74 → 0.74
(1.2%)

0.87 → 0.76
(17.0%)
0.83 → 0.81
(18.3%)
0.86 → 0.79
(20.2%)
0.88 → 0.80
(21.7%)

0.88 → 0.86
(3.7%)
0.89 → 0.90
(7.5%)
0.91 → 0.90
(0.4%)
0.92 → 0.90
(8.1%)

0.88 → 0.88
(9.8%)
0.94 → 0.93
(8.8%)
0.94 → 0.93
(10.8%)
0.92 → 0.92
(8.9%)

0.94 → 0.87
(11.4%)
0.93 → 0.92
(2.9%)
0.97 → 0.93
(20.5%)
0.96 → 0.93
(15.4%)
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Table 7. Overall accuracies, sensitivities, and specificities with maximized accuracy through the SVM, fixed sensitivity of
0.90, and fixed sensitivity of 0.95 when surface DSC with a thickness of 2 mm was used.
maximize accuracy
Sensitivity ≥ 0.90
Sensitivity ≥ 0.95
accuracy sensitivity specificity accuracy sensitivity specificity accuracy sensitivity specificity
UteroCervix
0.89
0.79
0.94
0.90
0.90
0.90
0.86
0.95
0.81
CTVn
0.90
0.78
0.97
0.80
0.91
0.74
0.72
0.96
0.59
PAN
0.86
0.68
0.95
0.67
0.90
0.56
0.62
0.95
0.46
Bladder
0.91
0.79
0.97
0.85
0.90
0.83
0.79
0.95
0.72
Rectum
0.94
0.86
0.97
0.89
0.90
0.88
0.79
0.96
0.72
Kidney
0.97
0.90
0.99
0.97
0.90
0.99
0.97
0.95
0.97
SDSC_2
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To evaluate the performance more comprehensively, the ROC curves were
generated on each metric and each structure and AUCs were calculated, as shown in
Table 8. Again, SDSC_1, SDSC_2, or SDSC_3 was the best metric to predict the
clinical acceptability of contours, and HD_100 or HD_95 was not a good indicator. The
ROC curves for SDSC_2, the best indicator to detect contouring errors based on the
AUCs, were presented in Figure 14.
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Table 8. AUCs of each structure and each metric. 95% confidence interval (CI) for AUCs were derived with the
bootstrapping method with n=2000

AUC (95% CI)
DSC
HD_100
HD_95
MSD
SDSC 1 mm
SDSC 2 mm
SDSC 3 mm
SDSC 4 mm
SDSC 5 mm
SDSC 7 mm
SDSC 10 mm

UteroCervix

CTVn

PAN

Bladder

Rectum

Kidneys

0.92
(0.89 – 0.94)
0.85
(0.81 – 0.88)
0.87
(0.83 – 0.89)
0.93
(0.91 – 0.95)
0.96
(0.94 – 0.97)
0.96
(0.94 – 0.97)
0.95
(0.93 – 0.96)
0.93
(0.91 – 0.95)
0.92
(0.89 – 0.94)
0.90
(0.87 – 0.93)
0.88
(0.85 – 0.92)

0.92
(0.89 – 0.95)
0.75
(0.71 – 0.79)
0.83
(0.79 – 0.86)
0.92
(0.89 – 0.94)
0.93
(0.90 – 0.95)
0.93
(0.91 – 0.95)
0.93
(0.90 – 0.95)
0.92
(0.89 – 0.94)
0.91
(0.88 – 0.94)
0.89
(0.86 – 0.92)
0.85
(0.81 – 0.88)

0.86
(0.82 – 0.89)
0.75
(0.70 – 0.80)
0.70
(0.65 – 0.74)
0.84
(0.80 – 0.88)
0.90
(0.87 – 0.93)
0.89
(0.86 – 0.92)
0.87
(0.83 – 0.91)
0.85
(0.80 – 0.89)
0.83
(0.79 – 0.88)
0.81
(0.76 – 0.85)
0.80
(0.75 – 0.84)

0.92
(0.90 – 0.94)
0.93
(0.90 – 0.95)
0.96
(0.94 – 0.97)
0.97
(0.96 – 0.98)
0.95
(0.93 – 0.97)
0.96
(0.94 – 0.97)
0.97
(0.96 – 0.98)
0.97
(0.95 – 0.98)
0.97
(0.95 – 0.98)
0.96
(0.94 – 0.97)
0.91
(0.88 – 0.94)

0.92
(0.89 – 0.94)
0.81
(0.76 – 0.84)
0.83
(0.80 – 0.86)
0.92
(0.89 – 0.94)
0.96
(0.94 – 0.98)
0.96
(0.95 – 0.98)
0.95
(0.92 – 0.97)
0.93
(0.90 – 0.96)
0.92
(0.88 – 0.94)
0.89
(0.85 – 0.92)
0.85
(0.81 – 0.89)

0.97
(0.95 – 0.99)
0.91
(0.88 – 0.93)
0.95
(0.92 – 0.97)
0.96
(0.93 – 0.98)
0.95
(0.92 – 0.97)
0.97
(0.95 – 0.99)
0.97
(0.95 – 0.99)
0.96
(0.94 – 0.98)
0.95
(0.93 – 0.97)
0.94
(0.92 – 0.96)
0.91
(0.88 – 0.94)
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Figure 14. The ROC curves with a surface DSC with a tolerance of 2 mm, the best
metric to predict the clinical acceptability of the automatically generated contours.
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4.3.1.2 Multi-metric analysis
We chose combinations of two (DSC_HD) and four (Four_metrics) widely used
similarity metrics for contouring studies and the top three and top five most effective
surface DSC metrics (Three_SDSC and Five_SDSC) from the single metric analysis.
Furthermore, the top five, seven, and nine most effective metrics from the single metric
analysis (Five_metrics, Seven_metrics, and Nine_metrics), and all 11 metrics
(All_metrics) were tested in the multi-metric analysis.
The SVM with four kernels on different combinations of metrics were trained; the
results are shown in Figure 15. Most of the kernels had similar performance, but the
sigmoid kernel substantially underperformed compared to the other kernels. On
average, the model performance with the radial basis function and polynomial kernels
fluctuated more with the choice of the metrics than was observed with the linear kernel.
The highest accuracy with the linear kernel was higher than 0.9 for the UteroCervix
(0.90±0.02 with Five_metrics), the Bladder (0.92±0.02 with Four_metrics), the Rectum
(0.95±0.03, with Five_metrics), and the Kidneys (0.97±0.02 with Five_SDSC) and just
below 0.9 for the Nodal CTV (0.89±0.04 with Three_SDSC) and the PAN (0.88±0.03
with Nine_metrics). The overall accuracies, sensitivities of detecting erroneous
contours, and specificities for the single- and multi-metric analyses with the linear
kernel are presented in Table 9.
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Figure 15. Average accuracies of SVM model with multiple metrics for each structure.
The error bar represents ±1 standard deviation. Four different kernels (linear,
polynomial, radial basis function (rbf), and sigmoid) were tested.
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Table 9. Overall accuracies, sensitivities, and specificities from the single-metric and multi-metric analyses, when SVM was
used with the linear kernel.
Single-metric
(accuracy/sensitivity/specificity)

DSC
HD_100
HD_95
MSD
SDSC 1 mm
SDSC 2 mm
SDSC 3 mm
SDSC 4 mm
SDSC 5 mm
SDSC 7 mm
SDSC 10 mm
Multi-metric

UteroCervix

CTVn

PAN

Bladder

Rectum

Kidneys

0.82/0.59/0.94
0.78/0.46/0.94
0.77/0.46/0.92
0.87/0.74/0.93
0.91/0.82/0.95
0.89/0.79/0.94
0.88/0.74/0.94
0.89/0.77/0.94
0.88/0.74/0.94
0.85/0.67/0.94
0.80/0.53/0.94

0.87/0.67/0.98
0.72/0.33/0.93
0.76/0.53/0.89
0.88/0.73/0.96
0.90/0.76/0.97
0.90/0.78/0.97
0.88/0.74/0.96
0.88/0.73/0.96
0.88/0.70/0.98
0.87/0.64/0.99
0.79/0.41/1.00

0.87/0.68/0.97
0.71/0.32/0.90
0.66/0.00/0.93
0.85/0.65/0.95
0.83/0.72/0.89
0.86/0.68/0.95
0.89/0.71/0.98
0.87/0.69/0.97
0.87/0.67/0.98
0.87/0.68/0.98
0.83/0.58/0.96

0.88/0.69/0.96
0.85/0.66/0.93
0.87/0.72/0.94
0.91/0.78/0.98
0.89/0.76/0.95
0.91/0.79/0.97
0.92/0.78/0.99
0.91/0.76/0.99
0.89/0.69/0.99
0.89/0.68/0.99
0.86/0.57/1.00

0.88/0.70/0.94
0.75/0.22/0.96
0.76/0.33/0.93
0.89/0.78/0.93
0.94/0.87/0.97
0.94/0.86/0.97
0.92/0.81/0.97
0.91/0.77/0.97
0.89/0.69/0.97
0.86/0.59/0.96
0.78/0.31/0.96

0.94/0.71/1.00
0.86/0.47/0.95
0.91/0.65/0.97
0.95/0.82/0.98
0.93/0.73/0.97
0.97/0.90/0.99
0.96/0.82/0.99
0.95/0.74/1.00
0.94/0.71/1.00
0.92/0.61/1.00
0.86/0.29/1.00

0.82/0.61/0.92
0.89/0.77/0.94
0.89/0.77/0.94
0.89/0.80/0.93
0.90/0.82/0.94
0.89/0.80/0.93
0.89/0.80/0.93
0.88/0.82/0.91

0.87/0.67/0.98
0.89/0.76/0.96
0.88/0.73/0.96
0.88/0.73/0.96
0.88/0.73/0.96
0.87/0.73/0.95
0.87/0.73/0.95
0.88/0.73/0.96

0.86/0.68/0.96
0.87/0.71/0.95
0.87/0.69/0.97
0.85/0.64/0.96
0.87/0.71/0.96
0.87/0.69/0.97
0.88/0.69/0.98
0.86/0.66/0.96

0.86/0.69/0.94
0.91/0.77/0.98
0.92/0.80/0.98
0.92/0.82/0.98
0.92/0.80/0.98
0.92/0.80/0.98
0.92/0.80/0.98
0.92/0.82/0.98

0.88/0.68/0.95
0.94/0.87/0.97
0.95/0.87/0.98
0.90/0.77/0.96
0.95/0.87/0.98
0.95/0.87/0.98
0.95/0.87/0.98
0.94/0.83/0.98

0.94/0.71/1.00
0.97/0.87/0.99
0.97/0.89/0.99
0.96/0.87/0.98
0.97/0.89/0.99
0.97/0.89/0.99
0.97/0.89/0.99
0.97/0.87/0.99

(accuracy/sensitivity/specificity)

DSC + HD_100
Three_SDSC
Five_SDSC
Four_metrics
Five_metrics
Seven_metrics
Nine_metrics
All_metrics
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4.3.2 Bony structures
DSC and HD_100 thresholds were visually determined based on the distributions
in Figure 16. The DSC/HD_100 thresholds were 0.90/10.0 mm for the femurs,
0.80/10.0 mm for the spinal cord, 0.85/15.0mm for the pelvis, 0.85/25.0 mm for the
sacrum, 0.85/7.5 mm for the L4, and 0.80/10.0 mm for the L5. As there were no failure
cases for the spinal cord, the thresholds were determined based on those for the
cervical spinal cord from the previous study with the cervical spinal cord [21] and the
distributions of the clinically acceptable cases.
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Figure 16. Distributions of DSC and HD_100 for the clinically acceptable (green
markers) and unacceptable (red markers) cases for the 6 bony structures. The
thresholds between the clinically acceptable and unacceptable contours were manually
determined based on the distributions.

4.4 Discussion
In this study, we demonstrated that errors in automatically generated contours can
be detected by comparing the contours with other automatically generated contours. By
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choosing appropriate similarity metrics and using the SVM classification algorithm, we
were able to achieve an accuracy higher than 0.9 for most of the structures.
In the single-metric analysis, we found that the volumetric DSC and MSD are
effective indicators for determining the similarity between the two contours in terms of
error detection. On the other hand, the HDs (HD_100 and HD_95) often failed to detect
contouring errors in our approach, demonstrating that most realistic contouring errors
were not caused by a substantial failure in a single or small part of the contour and
possibly explaining why the surface DSC was very effective at detecting contouring
errors. As the surface DSC only uses the volume of the shell, the metric may indicate
the overall similarity between the two contours near the surface. MSD is similar, but
any small discrepancy between the two contours in each calculation point can
contribute to the MSD. On the other hand, the surface DSC is more effective as the
user can choose the tolerance value and anything below the tolerance will not
contribute to reducing the surface DSC. For the surface DSC with a tolerance higher
than 5 mm, however, the accuracy decreased substantially; thus, it is recommended to
use the surface DSC with a tolerance of less than 5 mm to compare two contours in
future studies.
The non-linear kernels (radial basis function, polynomial, or sigmoid) in the multimetric analysis did not improve the model’s accuracy. Since we had slightly more than
100 data points for training and dozens for the validation of each structure, using the
more sophisticated, non-linear kernels could have resulted in overfitting of data points.
We believe that the contour QA model with the linear kernel had more consistent
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results over different combinations of metrics because the linear kernel itself operated
as a regularization parameter in the SVM as a result of its inflexible shape.
Overall, using combinations of multiple metrics did not improve the accuracy of
detecting contouring errors compared to the most accurate single-metric case. This
could be because we did not have enough data to fine-tune the thresholds to
substantially improve the results of the single-metric approach. In addition, because
most of the metrics are already strongly correlated with each other, the classification
model might have not been able to learn useful information from the additional metrics.
In any case, using a single metric to flag incorrect contours performed as accurate as
or even more accurate than did combinations of multiple metrics and makes it easier
for users to interpret the results. Furthermore, considering the variations in the sizes
and shapes of the structures used in this study, the single-metric approach should be
feasible for most of the structures in various treatment sites. Therefore, we believe that
the single-metric approach, especially using the surface DSC metric, is the best
approach to detect contouring errors utilizing two auto-contouring systems and is
expandable to other treatment sites. Although preliminary, this work indicates that a
SDSC_2 threshold of 0.54 may be a reasonable starting point for a wide variety of
structures.
As shown in Table 9, the sensitivities were usually lower than the specificities. As
described above, clinically acceptable contours were much more common than were
clinically unacceptable contours in the auto-contouring systems we used. We
intentionally added manually generated clinically unacceptable contours to reduce data
imbalance, but the ratio between the clinically acceptable and unacceptable contours
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was still 2 to 1 or even 3 to 1. Consequently, the SVM algorithm was likely to sacrifice
sensitivity to increase specificity, which helped to improve the overall accuracy because
of the imbalance in data. Fortunately, the thresholds in the SVM are easier to interpret
and adjust than are those from other machine learning algorithms, such as neural
networks; thus, we can fine-tune the thresholds through ROC analysis to achieve the
desired sensitivity in the current model without sacrificing the overall accuracy much, as
shown in Table 6 and Table 7.
As the majority of the clinically unacceptable contours were manually introduced to
mimic a potential error, the distribution of errors and the derived accuracies presented
in this study might not fully reflect the actual performance of the model on autocontours. Yet the manually generated erroneous contours were less dramatically failed
and much closer to clinically acceptable contours than clinically unacceptable autocontours based on our observations. Therefore, the performance of the contour QA
model was unlikely to be overestimated, but rather underestimated by adding these
manual contours.
We predicted the verification auto-contours on its training dataset to reduce the
false positives. Also, as the majority of the unacceptable contours were manually
introduced to mimic a potential error that can be made by a human or a deep learning
algorithm, the distributions of the metrics and the derived accuracies in this study might
not fully reflect the actual performance of the contour QA model on the auto-contouring
systems. Yet, the false positives confuse the contour QA model to determine the
accurate thresholds, because even if the QA model correctly predicts that one of the
auto-contours was clinically unacceptable, the model prediction would be considered to
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be incorrect. Furthermore, in our preliminary study, the metric points corresponding to
both the clinically acceptable and unacceptable contours near the thresholds were not
sufficient, as shown in Figure 17. The thresholds could have been chosen anywhere in
between the red and blue dashed lines on the right figure in Figure 17 when the manual
contours were not included. Therefore, predicting the verification auto-contours on its
training dataset and adding the manual contours helped us developing more robust
contour QA models.

Figure 17. The surface DSC distributions of the clinically acceptable and unacceptable
kidney contours with (left) and without (right) the manually generated contours. The
thresholds can be confidently determined with the manual contours, whereas the
threshold can be anywhere between the blue and red dashed lines without the manual
contours due to an insufficient amount of data.
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For the bony structures, we have visually checked all the false positives (i.e. green
markers outside the thresholds), false negatives (i.e. red markers inside the thresholds),
and most of the true positives and true negatives near the thresholds. The false
positives were almost always due to the failure in the secondary auto-contouring
system when the contours from the primary auto-contouring system were acceptable.
Again, this does not deviate from the central hypothesis since one of the contours was
still wrong, although the specificity of the model would become lower. All the false
negatives or the true positives near the thresholds were due to the small missing parts
of the structures. This means that the physicians were not satisfied with these contours,
but the contours would be very unlikely to affect the quality of the final bony structurebased 4-field box plans. The auto-planning algorithm for the bony structure-based 4field box plans uses the projected 2D contours to determine the beam apertures, and
small flaws in the 3D contour do not usually affect the projected contours substantially.
Due to the lack of failure cases, the sensitivities and specificities were not able to
be calculated using an independent test dataset for the bony structures. We could only
approximate the performance based on the training dataset, and the specificities are
over 96% for all structures and the sensitivities are 100% except for the sacrum where
there is only one failure case that was incorrectly classified. With more clinical cases
acquired from the RPA system in the future, we will be able to validate the performance
of the models on the bony structures.
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4.5 Conclusion
We demonstrated that the discrepancy between two independently generated autocontours is a strong indicator of an error in one of the contours. The most accurate
similarity metric to detect contouring errors was surface DSC with a tolerance of 1, 2, or
3 mm. With this approach, we were able to achieve the average error detection
sensitivity higher than 0.9 while the average specificity was higher than 0.8 for the
targets and critical structures in the female pelvis. This method can be used to
automatically detect errors in auto-contours to reduce the risks associated with the use
of automated radiotherapy tools.
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Chapter 5 : Automated radiation treatment planning for cervical cancer radiation
treatment
Several paragraphs in the introduction of this chapter are partially based on the
following article:
Rhee, D.J., Jhingran, A., Kisling, K., Cardenas, CE., Simonds, H., and Court, L.E.
(2020), Automated Radiation Treatment Planning for Cervical Cancer. Seminars in
Radiation Oncology. https://doi.org/10.1016/j.semradonc.2020.05.006

5.1 Introduction
The prescription dose can be delivered to the target with various delivery
techniques. Physicians choose the optimal technique based on patients’ conditions and
the capability of the medical linac they possess and other factors such as patient
throughput and resources to do patient-specific QA. For external beam radiotherapy for
cervical cancer, the common beam delivery techniques are 2D 4-field box, 3D
conformal radiotherapy (3D-CRT), IMRT, and VMAT, and several studies have been
conducted to automate such techniques and validate the performance of the
automation tools.
The automation algorithm of the 2D 4-field-box technique for cervical cancer was
developed by Kisling et al. [7]. The beam apertures were determined based on the
bony landmarks in 2D projected CT scans for each gantry angle, and the bony
structures were automatically contoured using a multi-atlas-based auto-contouring
system. IMRT or VMAT plans can be automatically generated using the commercially
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available knowledge-based planning (KBP) software programs, such as RapidPlan
(Varian Medical Systems, Palo Alto, CA) and Erasmus-iCycle (Elekta AB, Stockholm,
Sweden). The performance of KBP models for cervical cancer has been validated in
many research studies. Ma et al. [64] tested an IMRT RapidPlan model for
postoperative cervical cancer patients and showed that planning tar-get volume
coverage was within 1% and critical organ dose metrics were within 4% of manual plan
results. Li et al. [65] and Tinoco et al. [66] showed that IMRT and VMAT RapidPlan
models for cervical cancer patients are better than or equal to clinical plans. Sharfo et
al. [67] showed that, for patients with cervical cancer, their dual-arc VMAT ErasmusiCycle model created plans that were equivalent to or better than manually generated
dual-arc VMAT and 9-beam IMRT. Thus, an automatically generated IMRT or VMAT
plan for cervical cancer made using KBP techniques will be clinically acceptable if the
user can provide high-quality plans for model training.
In this study, we developed algorithms that can automatically generate 2D 4-fieldbox and 3D-CRT plans for cervical cancer. We also automated the field-in-field
algorithm to improve the quality of these plans. The VMAT technique was automated
with the RapidPlan software. Unlike most of the auto-planning studies mentioned above,
where the plans were generated using manual contours, we combined the autoplanning algorithms with the auto-contouring system in Chapter 3 to fully automate the
radiotherapy plan generation process for cervical cancer with minimal human input.
The quality of the plans was evaluated by multiple physicians from various countries.
The fully automated radiotherapy planning system for cervical cancer is implemented in
the RPA system to aid under-resourced clinics in low- and middle-income countries.
63

64

5.2 Methods
We developed the auto-planning systems for cervical cancer with 3 different
treatment techniques: 4-field-box with bony landmarks (4-field-box), 3D conformal
radiation therapy (3D-CRT), and volumetric modulated arc therapy (VMAT). The autoplanning systems were developed to treat cervical cancer patients with an intact uterus
and without vaginal or PAN involvement. The systems were integrated with the autocontouring system described in Chapter 3 to create fully automated radiotherapy
planning for cervical cancer on CT images. The users only need to upload the CT
images, select ITV, PTV, and beam aperture margins, and prescribe dose.
5.2.1 4-field-box plans with bony landmarks
The beam apertures for the 4-field-box plans were determined based on the
algorithm from Kisling et al.’s study [7], [68]. In this study, the 3D contours of the pelvic
bone, the sacrum, the left and right femurs, and the L4 and L5 vertebral bodies were
generated on CT images, and the contours were projected in 0°, 90°, 180°, and 270°
gantry angles. In each projection angle, certain bony landmarks from the projected
contours were detected, and the beam apertures were shaped based on these bony
landmarks.
In clinical practices, a calculation point is often used to normalize the plan. This
point is arbitrarily determined by the clinician based on the patient geometry and initial
dose distribution. As the automation of determining the calculation point is challenging,
we defined a volume called “synthetic PTV” and normalize the plan with this volume.
The synthetic PTV was defined based on the beam apertures as shown in Figure 18.
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All the plans were normalized such that 100% of the prescription dose covers 97% of
the synthetic PTV.

Figure 18. Synthetic PTV structure was defined based on the beam apertures for the 4field-box plans. Firstly, the beam path from each beam angle was converted into a 3D
binary mask, and then the volume overlapped by each mask was defined to be the
region of hot spot detection (RHD). Finally, the synthetic PTV was created from 7 mm
shrinkage from the RHD, the overlapped volume.

5.2.2 3D-CRT plans with the CTV contours
The beam apertures for the 3D-CRT plans were determined based on the
projected PTV contours from 0°, 90°, 180°, and 270° gantry angles. The primary and
the nodal CTV contours were generated from the auto-contouring system, and then the
PTV was derived from the CTVs with the basic image-guided radiotherapy (IGRT)
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margins for the primary CTV described in the GEC-ESTRO EMBRACE II protocol (10
mm in anterior, posterior and superior directions, 5 mm in lateral directions) [54] and 5
mm PTV margin. Finally, a 7 mm uniform margin was applied to the projected PTV to
determine the beam shape at each gantry angle. The step-by-step process of
generating the 3D-CRT plan is demonstrated in Figure 19. The plans were normalized
such that 100% of the prescription dose covers 95% of the PTV.

Figure 19. Workflow of the automated 3D-CRT system for cervical cancer. The PTV
was derived from the automatically generated CTVs. The beam apertures were
determined with a user-defined uniform margin (7 mm in this study) around the
projected PTV. The dose was calculated with a pre-defined MU.

5.2.3 Field-in-field technique
Even with correctly generated beam apertures for the 4-field-box or 3D-CRT plans,
the plans might not be clinically acceptable due to hot spots. In this study, hot spots
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were defined to be any volume larger than 2 cc receiving more than 107% of the
prescription dose. To reduce the hot spots and make the plans clinically more
acceptable, we automated the field-in-field (FIF) technique, often used in clinics to
reduce hot spots in these plans.
The FIF technique was automated by mimicking human planners as described in
Figure 20. Firstly, with the given beam apertures, the dose was calculated with
arbitrarily defined uniform MUs in the treatment planning system of choice, which was
Eclipse in this study. Then, the optimal MUs were found with the optimization algorithm
described in Chapter 5.2.3.1, and the plan was normalized to achieve the coverage we
wanted for each treatment technique. If hot spots exist with the optimized plan, a subfield was created to block the hot spots in the left of the right lateral beam alternatively,
as shown in Figure 21. The plan was re-optimized with the updated sub-field and
checked if the hot spots were removed. The FIF algorithm stopped if hot spots no
longer existed or the number of sub-fields exceeded 6.
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Figure 20. Overall flowchart of the FIF automation algorithm. The processes in the
white, blue, and yellow boxes were conducted in the RPA system, treatment planning
system (Eclipse), and our FIF automation algorithm, respectively.

Figure 21. Demonstration of the beam shape determination for a sub-field. The pink
region represents the hot spot, and the beam shape of the sub-field was defined not to
include the pink region from the projected gantry angle.
68

69

5.2.3.1 MU optimization algorithm
To find the optimized MU with the given beam apertures, we created an objective
function, and then find the minimum point of the objective function using a convex
optimization algorithm. To define the objective functions for the MU optimization
algorithm, the PTV and the region of hotspot detection (RHD) were defined for each
plan. The PTV was the synthetic PTV in Figure 18 for the 4-field-box plans and the PTV
derived from the automatically generated CTVs for the soft-tissue-based 3D-CRT plans.
The RHD was defined to be the overlapping volume from all beam paths, as
demonstrated in Figure 18, to include all the regions that hot spots could exist.
Therefore, the hot spots were only scanned in the RHD volume. This speeded up the
optimization algorithm by restricting the number of voxels that were scanned and
optimized in the objective function. The PTV and RHD for each treatment technique
were demonstrated in Figure 22.

Figure 22. PTV and RHD definitions for the FIF optimization algorithm.
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With the given volumes, the objective function 𝛺 takes MU from each beam as an
input and is defined as
2

𝛺(𝑀𝑈) = 𝑤𝑚𝑎𝑥 ∗ ∑(max (𝑑𝑅𝐻𝐷 − 𝑑𝑅𝑋 ∗ 1.07, 0))

2

+ 𝑤𝑚𝑖𝑛 ∑(max (𝑑𝑅𝑋 − 𝑑𝑃𝑇𝑉 [0: 0.95 ∗ 𝑁𝑃𝑇𝑉 ], 0))

(5)

where 𝑑𝑅𝑋 is the prescription dose, 𝑑𝑅𝐻𝐷 and 𝑑𝑃𝑇𝑉 are the dose arrays from RHD and
PTV in descending order, respectively, 𝑁𝑃𝑇𝑉 is the number of voxels in PTV, and 𝑤𝑚𝑖𝑛
and 𝑤𝑚𝑎𝑥 are the weighting factors for each term. In this particular equation, the
objective is penalized when any volume receives more than 107% of the prescription
dose and more than 5% of the PTV receives less than 100% of the prescription dose.
These criteria can be modified easily by changing the parameters in the configuration
file of the FIF automation program.
We used the trust-region optimization method [69] to find the minimum value of the
objective function as this method allowed us to set the boundary conditions of the input
MUs. We set the MU range to be [7 𝑀𝑈, ∞), and the maximum number of iterations for
the optimization algorithm was 1000.
5.2.4 VMAT
We trained a Varian RapidPlan model to automatically generate the VMAT plans
for cervical cancer. To train the RapidPlan model, we collected 97 VMAT plans, where
42 of them were with PAN involvement and 55 of them were without PAN involvement.
The RapidPlan model can treat up to 3 dose levels, and use 6 MV photon beams, 3 full
arcs, and 3 collimator angles including 10°, 90°, and 350°. For planning objectives, we
70

71

used bladder, bowel space, femoral heads, kidneys, liver, rectum, spinal cord, and
bone marrow contours, and the bone marrow contour was defined to be the summation
of the pelvis, sacrum, femoral heads, and L5 vertebral body. The planning objectives of
the PTV were set to achieve 95% of the PTV covered by 100% of the prescription dose,
while the maximum dose was less than 107% of the prescription dose.
5.2.5 Plan review
The radiotherapy plans were generated on 35 CT scans from 3 different South
African hospitals with the 3 planning techniques. In total, 5 experienced radiation
oncologists (3 physicians from South Africa, 1 physician from the United States (MD
Anderson), and 1 physician from the United Kingdom) scored these plans and each
plan for each technique was scored by two of these physicians. The plans were
assigned to each physician in a way that physicians only reviewed the techniques they
were experienced in using clinically. We used the Likert scale, a 5-scale scoring system,
to evaluate the plans as defined in Table 10.
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Table 10. Likert scale to score automatically generated radiotherapy plans
Score

Description

Strongly agree

Use-as-is. Clinically acceptable and the plans
could be used for treatment without change.

4

Agree

Minor edits that are not necessary. Stylistic change
preferred, but not clinically important. The current
plans are clinically acceptable.

3

Neither agree nor
disagree

Minor edits that are necessary. Minor edits are
those that the review judges can be made in less
time than starting from scratch or are expected to
have minimal effect on treatment outcome.

2

Disagree

Major edits. The necessary edits are required to
ensure appropriate treatment, and sufficiently
significant that the user would prefer to start from
scratch.

1

Strongly disagree

Unusable. The quality of the automatically
generated plans is so bad that they are unusable.

5

We showed a few plans to each physician first to see if they were satisfied with the
plan quality. If the plans were consistently scored low for the same reasons (e.g. plan
being too hot or too cold), we adjusted all the plans by changing the FIF parameters or
renormalization based on the physician’s preference. For example, for the 3D-CRT
plans, one of the reviewers found the plans to be too hot and wanted 95% of the PTV
was covered by 95% of the prescription dose, instead of 100% of the prescription dose.
After adjusting the plans based on their preferences, we asked them to review the
plans from the beginning.
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5.3 Results
The overall review results are shown in Table 11. The reviewer number in the table
was randomly assigned to indicate that two physicians review each set of plans
independently.

Table 11. Physician scoring results for each technique with each review session. The
plan criteria for the coverage and the maximum dose were presented. The reviewer
numbers are arbitrarily assigned.
Treatment
Techniques
4-field-box
3D-CRT
VMAT

Reviewer
#
1
2
1
2
1
2

Coverage
(Rx/PTV)
100%/97%
100%/97%
100%/95%
95%/99%
100%/95%
95%/99%

Max
dose
107%
105%
107%
105%
107%
107%

5
9
28
27
3
16
35

# of plans in each score
4
3
2
20
5
0
4
2
0
7
1
0
32
0
0
15
3
1
0
0
0

1
1
1
0
0
0
0
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Figure 23. Demonstration of the customized plans for Reviewer #1 (left) and Reviewer
#2 (right) for (a) 4-field-box, (b) 3D-CRT, and (c) VMAT techniques. The thick lines
represent the PTV (red), 105% isodose line (pink), 100% isodose line (yellow), and 95%
isodose line (green).
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5.3.1 4-field-box
Reviewer #1 was satisfied with the original plans where the maximum dose was
less than 107% of the prescription dose. This reviewer scored 29 plans to be clinically
acceptable without modification (score ≥ 4), 5 plans to be minor edits required, and 1
plan to be unusable. The plans scored as 3 were all due to the excessive bowel dose.
The plan that was scored 1 was due to the failure in generating correct L4 contours,
and therefore, the superior borders of the beam apertures were incorrectly defined.
As Reviewer #2 wanted the dose above 105% to be minimized and not to be in the
rectum, we changed the hotspot criteria in the FIF objective function from 107% to
105%. Consequently, most of the 105% isodose lines from the original plan were
removed from the updated plan, as shown in Figure 23 (a), although the number of
sub-fields was usually increased with the updated plan. This reviewer scored 32 plans
to be clinically acceptable without modification. Two plans were scored 3 due to
insufficient PTV coverage. The plan that was scored 1 was the same plan that was
identified by the first reviewer.
5.3.2 3D-CRT
Reviewer #1 was satisfied with the original plan where 95% of the PTV was
covered by 100% of the prescription dose. This reviewer scored 34 plans to be
clinically acceptable without modification. One patient was scored 3 because some of
the important parts of the PTV were not covered by the prescription dose.
Reviewer #2 found the original plans to be too hot and preferred to have almost all
(99%) of the PTV covered by 95% of the prescription dose. Furthermore, this reviewer

75

76

wanted to remove all 70% isodose lines outside the main treatment region (i.e. RHD).
We adjusted all the plans by changing the parameters in the FIF algorithm based on
these criteria, and the updated plans were cooler than the original plans, as shown in
Figure 23 (b). After the adjustment, this reviewer scored all 35 plans to be clinically
acceptable without modification (score ≥ 4). The reviewer gave most of the plans 4,
mostly because the PTV in the most inferior slice was not fully covered by 95% of the
prescription dose.
5.3.3 VMAT
Reviewer #1 was satisfied with the original plan where the planning objectives were
set to have 95% of the PTV covered by 100% of the prescription dose. This reviewer
checked overall dose distribution instead of checking certain dose metrics for the OARs.
The reviewer scored 31 plans to be clinically acceptable without modification (score ≥
4). The plans scored 2 and 3 were due to insufficient PTV coverage.
Reviewer #2 preferred the PTV to be covered by 95% of the prescription dose. We
renormalized the plans such that 99% of the PTV was covered by 95% of the
prescription dose to meet Reviewer #2’s preferences. This renormalization usually
made the plans cooler than the original plans, as shown in Figure 23 (c). The dose
metrics for the OARs including the bladder, bowel, femurs, and rectum were also
considered although some of the metrics for the bowel and rectum were ignored when
the PTV was substantially overlapped with these structures. This reviewer scored all 35
plans as 5.
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5.4 Discussion
Overall, 87%, 99%, and 94% of the automatically generated plans were evaluated
to be clinically acceptable without modification (score ≥ 4) for 4-field-box, 3D-CRT, and
VMAT plans, respectively. Although we had to adjust the plans to meet each
physician’s preference, this adjustment can be easily achieved by renormalizing the
plan in the TPS or changing parameters in the configuration files in the FIF automation
program. For the plans scored 3 or lower, we had feedback from the reviewers and
carefully reviewed them again. The thresholds used for the final QA model is presented
in Error! Reference source not found..

Figure 24. Examples of the plans scored 3 or lower. The thick yellow lines represent
100% isodose line and the thick red lines represent the PTV. (a) 4-field-box plan scored
3 because of the excessive dose to the bowel. (b) 3D-CRT plan scored 3 as the PTV
(red) was not fully covered by 100% isodose line near the bowel. (c) VMAT plan scored
2 as the PTV (red) was not fully covered by 100% isodose line near the rectum.
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5.4.1 4-field-box
Five plans were scored 3 by Reviewer #1 for the 4-field-box plans, and they were
all because of the excessive dose to the bowel. We found that 4 out of the 5 patients
were underweight, as shown in Figure 24 (a), and the remaining patient was not
underweight but wide laterally and narrow in the anterior-posterior direction. These
patients have very limited space between the target (i.e. uterus and lymph nodes) and
the bowel. The beam apertures for the 4-field-box plans were determined based on the
bony landmarks, not the soft-tissue structures. These bony landmarks were chosen not
to miss the targets for most of the patients, and therefore, the method to determine the
beam shapes was not optimized to spare the dose to the bowel. As a result, the beam
apertures of the 4-field-box plans are likely to excessively cover the bowel region for
underweight patients. This is the limitation of the 4-field-box approach, not the
automation system, so we would not count these cases in our performance evaluation.
There was a single case where the 4-field-box plan was scored as 1 and it was due
to the incorrectly generated L4 contour. In our preliminary study, we asked physicians
to score the automatically generated beam apertures on 103 patients. About 3% (3/103)
of the beam apertures were evaluated as clinically unacceptable and all of the failures
were due to the incorrectly created L4 contours. Therefore, the overall acceptance rate
for the automatically generated 4-field-box plans was around 97% from these two
studies.
5.4.2 3D-CRT
Almost all the plans were scored greater than or equal to 4 for the 3D-CRT plans.
Reviewer #2 scored one of the plans to be 3, and it was because the PTV was not
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covered well and the 100% isodose line was not smooth, as shown in Figure 24 (b).
For this patient, achieving good PTV coverage and the smooth isodose line was
challenging as some parts of the PTV were too closely located to the surface of the
body and the bowel was filled with gas.
Reviewer #1 scored most plans as 4 because the most inferior slices were not fully
covered by the 95% isodose line. Similarly, the plans that were scored 4 by Reviewer
#2 were mainly because the most inferior slices were not fully covered by the 100%
isodose line. As the 3D-CRT plans were naively normalized by the PTV, the dose near
the edges of the beam apertures, especially the most superior and inferior slices, were
often colder than the rest of the PTV. We will further improve the FIF automation
algorithm by modifying the objective function so that the PTV in the most inferior slice
can be fully covered by the desired isodose line.
5.4.3 VMAT
For the VMAT plans, Reviewer #1 scored 4 of the plans either 2 or 3. These plans
failed to have good PTV coverages, as shown in Figure 24 (c). Three of them did not
have good PTV coverage near the rectal region because of the gas-filled rectum like
the case in Figure 24 (c). As mentioned from Chapter 3, the CT scans with gas-filled
rectums were not supposed be used for radiation treatment planning according to
GEC-ESTRO EMBRACE II protocol [54], so we believe that the actual clinical
acceptance rate for the automatically generated VMAT plans can be higher if the
clinical protocol was strictly followed.
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5.5 Conclusion
We have demonstrated that the auto-planning system, combined with the autocontouring system, can generate clinically acceptable plans with three different beam
delivery techniques for cervical cancer radiation treatment. The plans should be
optimized to meet each user’s preference. More than 90% of the automatically
generated plans were clinically acceptable for all three techniques. The auto-planning
system has been implemented into the RPA to aid under-resourced hospitals in lowand middle-income countries.
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Chapter 6 : Discussion and Conclusion
6.1 Project Summary
The main goal of this project is to automate the radiation treatment planning
process for cervical cancer with an intact uterus and without vaginal or PAN
involvement. To achieve this goal, we first developed an auto-contouring system for
multiple CTVs and normal structures in the female pelvis in Aim 1. Then, we developed
auto-planning systems for 3 different planning techniques for cervical cancer in Aim 2.
We evaluated the quality of the automatically generated plans from the auto-contouring
and auto-planning systems to ensure that most of the auto-plans are clinically
acceptable. Furthermore, for safety purposes, we developed the automatic contour QA
system to detect potential errors in the automatically generated plans in Aim 3.
In Aim 1, we developed the auto-contouring system for 3 CTVs and 12 normal
structures for cervical cancer radiation treatment. We trained CNN-based classification
and segmentation architectures using 2254 CT scans from MD Anderson to automate
the contouring process. We evaluated the auto-contours on 30 CT scans from 3
hospitals in South Africa and showed that the CNN-based auto-contouring system can
achieve clinically acceptable contours for 79% of the CTVs and 97% of the OARs. The
quantitative study using the similarity metrics such as DSC and HD showed that our
auto-contouring system performed comparably to or outperformed state-of-the-art autocontouring systems developed by other groups.
In Aim 2, the 3 planning techniques for cervical cancer, 2D 4-field-box, 3D-CRT,
and VMAT, were automated and combined with the auto-contouring system in Aim 1.
To reduce the hotspots for 2D 4-field-box and 3D-CRT auto-plans, we also automated
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the FIF algorithm. Thirty-five plans were generated on the CT scans from 3 South
African hospitals for each planning technique. Each plan was evaluated by two out of
the five physicians from South Africa, the United States, and the United Kingdom.
Overall, 97%, 99%, and 94% of the 2D 4-field-box, 3D-CRT, and VMAT plans were
clinically acceptable, respectively. We have implemented our auto-contouring and autoplanning systems to the Radiation Planning Assistant (RPA) to accelerate the radiation
treatment planning process in hospitals in low- and middle-income countries.
In Aim 3, we developed the automatic contour QA method to detect incorrectly
generated auto-contours. We compared each contours from two independently
developed auto-contouring systems using 11 similarity metrics and predicted that at
least one of the auto-contours was incorrectly generated if a similarity metric was
above or below the thresholds. We discovered that surface DSC with a tolerance of
2mm was the best metric to identify errors in contours. Our model was able to detect 90%
of the incorrectly generated contours when the average specificity was 82%.

6.2 Study Limitations and Future Directions
Although we have accomplished the main goals of the project, there is still room for
improvement of the overall system. Firstly, we have noticed that the auto-contouring
system was susceptible to the high-density materials in the bowel, as shown in Figure 7
and Figure 11. Although the high-density materials in the bowel are not commonly seen
in the patients at MD Anderson, approximately 5 to 10% of the African patients had this
problem based on the CT scans from the partner hospitals in Africa owing to their diets.
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We will include these patients in our training datasets when we update the autocontouring system.
In the auto-contouring system, a set of CNN-based classification and segmentation
architectures was trained per each structure to maximize the number of training
datasets. This approach was effective to optimize the performance of the autocontouring system with the given number of clinical data but inevitably made the
system slower than the model that can simultaneously predict multiple structures. Once
we collect enough datasets that contain all the CTV and OAR contours through the
RPA system, we will train the new models that can predict categorized structures (e.g.
bony structures, CTVs) simultaneously to speed up the plan generation process.
For the auto-planning system, we have learned that different physicians have
different preferences on the PTV coverage and tolerance for hot spots. We showed that
highly customized plans were able to be achieved by changing the parameters in the
FIF automation algorithm and/or re-normalizing the plans based on each physician’s
preference. However, it might not be ideal to offer too many options to the users, as the
users will be likely to make more mistakes when more options are available in the
system. We could potentially offer a customized planning option with an official
commission process led by us. However, from the RPA maintenance perspective, this
could be problematic as we should repeat the commissioning process whenever a new
option is introduced. Therefore, we will investigate whether various preferences can be
eventually converged on a couple of options and if so, we will make these options
available in the RPA system and ask the users to choose the closest options from their
clinical practices.
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The limitation of the automatic contour QA study was that the manually generated
contours were used to develop and evaluate the performance of the contour QA model.
Ideally, the QA model and its performance should be measured solely with the
automatically generated contours, but the manual contours were added to the dataset
to make the model more robust, as shown in Figure 17. Once we collect more clinically
unacceptable contours through the RPA system, we will re-evaluate and potentially retrain the contour QA model.
Another limitation in our study was that we did not have enough clinically
unacceptable auto-plans. One of the goals of this study was to investigate whether we
could automatically detect errors in auto-plans. However, as we had only a few
incorrectly generated plans in each technique, we were not able to establish a good
plan QA model nor test the performance of the QA model. Instead, we developed the
automatic contour QA method in Aim 3. According to the TG-275 report, incorrect
target and OAR contours were the #1 and #7 highest risks of failure modes for external
beam radiation treatment [16]. Other high-risk failure modes were mostly caused by
human errors such as miscommunication about pacemakers or pregnancy, improper
PTV margins, or wrong fractionation or prescription dose. In the RPA system, the QA
methods for these errors were already implemented; asking the user to double-check if
the patient was pregnant and warning the users if exceptional numbers for margins,
fractionations, or prescription doses were entered. Furthermore, all the plans that were
scored low with clinically acceptable contours were owing to insufficient PTV coverage
or excessive hot spots, and we will flag these cases based on the final dose
distributions of the plans. Therefore, we believed that the uncertainties in detecting
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clinically unacceptable plans are mostly originated from the uncertainties in detecting
clinically unacceptable contours, and thus the performance of the contour QA system is
highly correlated with that of the final plan QA system. In the future, we will collect more
clinically unacceptable plans through the RPA system, find other failure patterns from
these plans, and develop an additional plan QA method with these patterns to make
the RPA system safer.

6.3 Conclusion
In this study, we developed a fully automated radiation treatment planning system
for cervical cancer for the under-resourced hospitals in low- and middle-income
countries and potentially for the hospitals in developed countries. This was
accomplished by developing the CNN-based auto-contouring system for the CTVs and
OARs for cervical cancer and developing the auto-planning system with 3 different
beam delivery techniques, including 2D 4-field-box, 3D-CRT, and VMAT. Overall, 97%,
99%, and 94% of the automatically generated 2D 4-field-box, 3D-CRT, and VMAT
plans were clinically acceptable, respectively. Our hypothesis that 90% of the
automatically generated plans for cervical cancer are clinically acceptable was proven
by this study. Furthermore, to reduce the risk of clinically unacceptable plans used in
clinics, we developed the automatic contour QA method that can detect the incorrectly
generated auto-contours. With this method, 90% of the incorrectly generated contours
were identified when the specificity was 82%. Therefore, another hypothesis of our
study that we can detect 90% of the clinically unacceptable plans with 80% of the
specificity was proven in this work.
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Appendix A
The best thresholds for major metrics for each structure to distinguish clinically
acceptable and unacceptable contours. The actual thresholds used for the RPA system
(Surface DSC with 2mm tolerance) are highlighted in bold.
UteroCervix

CTVn

PAN

Bladder Rectum Kidneys

DSC

0.787

0.763

0.642

0.780

0.684

0.848

HD100

26.8

31.8

27.2

19.4

35.4

17.7

SDSC_1

0.328

0.303

0.251

0.321

0.273

0.306

SDSC_2

0.534

0.536

0.445

0.537

0.483

0.673

SDSC_3

0.694

0.686

0.570

0.755

0.637

0.820
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